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CARE OF CATHETER VALVE
A catheter valve is a device used to drain urine from a urethral or supra pubic catheter, as an
alternative to a drainage bag. The valve is opened by using a small lever. This allows the urine to
drain while holding the valve in a downward direction. The bladder is emptied via the valve
every 3-4 hours during the day.
You may empty the bag during the day when you feel the ‘urge’ to pass urine. If you do not get
the ‘urge’ to pass urine the valve must be released every 3-4 hours.
At night an overnight bag is attached to the valve, the valve is then opened. This allows the urine
to drain into the overnight bag to ensure that the bladder does not overfill and you are able to
sleep through the night.
It is important to maintain a good fluid intake – 2 litres per day. This ensures a high urine output
which reduces the risk of infection and blockage of the catheter.
Keep the catheter clean by showering daily. If there is a discharge or inflammation around the
catheter site (SPC) please inform the nurse or doctor.
The catheter (urethral) may be secured to the thigh with a catheter strap or tape, or just tucked in
your undies.

IMPORTANT POINTS TO REMEMBER
 Watch for any signs of infection eg.
- Burning when passing urine
- Urine smells offensive
- High temperature
- Pain in lower back

 If you think you may have an infection
contact Karen Keene RN Practice Nurse
Urology Sydney, or your own urologist or
GP.
 Do not remove the valve from the catheter as
this will increase the risk of infection.
 Wash hands thoroughly before releasing the
valve and attaching the overnight bag.
 Do not let your bladder overfill, release the
valve every 3-4 hours.

EQUIPMENT SUPPLIES
To order your supplies contact- Independence Solutions
Phone-1300788855
They will arrange delivery.

Any problems or concerns contact the Practice Nurse at Urology Sydney 0295874888
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